folding the wheelchair
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introduction
Congratulations on your purchase of a Drive
wheelchair. Drive wheelchairs are manufactured to
meet out own highly rigid specifications and will
surpass your expectations.
This wheelchair is designed for use indoor and
outdoor use. It is suitable for a single occupant with
a weight limit of 115kg (18 stone). It can be manually
propelled by either the wheelchair user and/or
carer.

legrest adjustment
For optimum comfort it is important to attain the
correct leg position. To adjust, release the cam lock
and press the two brass buttons on the leg rest.
Adjust the footplate until it is at the desired height
and automatically locked in position. Reapply the
cam lock to secure.

The wheelchair has been designed with an easy
fold mechanism. To fold the chair, ensure that the
footrests are in the forward position and that the
plastic footplates are flipped up. Holding the front
and rear edge of the seat sling, pull the seat in an
upward motion. The wheelchair will naturally fold
up.

transporting the wheelchair
To transport the wheelchair, first fold up the
wheelchair as previously described. Then remove
the legrests by pushing the chrome lever on the
legrests whilst pulling the legrest away from the
chair. This operation should unlock the legrest and
allow it to be removed by lifting up on the legrest.
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Warning:
The wheelchair has not been tested, and must
not be used as for use a seat in a motor vehicle

using the stepper tube
Use the stepper tube to raise the front castors
(when mounting a kerb for example).
To mount a kerb. Approach the kerb head on. Then
the attendant uses the stepper tube to raise the
front castors, and lowers the front castors on the
raised kerb. Finally the attendant should push the
wheelchair forward, lifting it up slightly to mount
the kerb if required.

To go down a kerb. Line up the front castors with
the edge of the kerb. The attendant uses the
stepper tube to raise the front castors and tip the
user slightly back. Keeping the castors raised,
slowly lower the wheelchair down the kerb.
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Warning:
Do not raise the front castors by pushing down
on the push handles as this could result in
damage to the wheelchair.

operation and propulsion
 The wheelchair can be propelled by the
wheelchair user using the rear wheel handrims
or by an attendant using the push handles.
 To apply the parking brakes, push the plastic
brake handle towards the front of the
wheelchair. Push the handle back to release
the brakes. The brakes should be used as
parking brakes when the wheelchair is
stationary. Apply reverse pressure to
handrims or push handles to slow the
wheelchair during operation.
 Use slow speeds on gradients. Do not use on
gradients larger than 10º
 The wheelchair is only suitable for single
occupancy.
 The wheelchair user should keep their feet on
the footplates when moving. Do not stand on
the footplates.
 Do not use escalators.
 Do not reverse down a gradient
 Maintain proper balance at all times. Users
should not move their centre of gravity out of
the seating area.

 Do not reach for items further than your arm
will extend.
 Be aware of hazards in your environment, such
as narrow doorways, steps, household
appliances, children's toys, etc.
 We recommend you consult your healthcare
professional for advice about transferring to
and from the wheelchair. The parking brakes
should always be applied when transferring.
 The wheelchair brakes are parking brakes and
are not suitable for slowing the wheelchair
down.

specification
Wheelchair (cm/in):

61W x 115L x 92H (cm)
24”W x 45”L x 36”H (in)

Seat (cm/in):

45W x 40D x 48H (cm)
18”W x 16”D x 19”H (in)

Width Closed:

27cm / 11”

Wheelchair Weight:
Weight Capacity:

18.4kg (41lb)
18 stone (250lb)

troubleshooting
Q: What use do you recommend the wheelchair?
A: We recommend the wheelchair for indoor and
outdoor use. Some outdoor environments such
as those with rugged terrains are not suitable for
the wheelchair.
Q: Do I need to inflate the tyres:
A: No. The wheelchair comes with solid tyres so
no inflation is needed and there is no chance of
punctures.

